
MM-1 AFMLL 20-96

MEDICAL MATERIEL

Medical Catalog (MEDCAT) / Medical
Catalog Enhanced (MEDCAT-X) On

CD-ROM

Air Force subscribers to the MEDCAT CD-
ROM must transition to the MEDCAT-X CD-
ROM no later than 30 October 1996.  All
subscriptions to MEDCAT will be changed to
MEDCAT-X effective with the November 1996
issue.  Any activity that does not have the required
computer hardware (IBM compatible 386 or
better) to support MEDCAT-X should notify
AFMLO/FOC-T immediately.  MEDCAT-X
offers extensive search options as well as drawings
and commercial databases, Prime Vendor (PV)
indicators, the D-Day Significant Item List, and
Air Force Tables of Allowance.

A new product, the Universal Data Repository
(UDR), will also be introduced with the November
1996 and December 1996 issues of MEDCAT-X.
A brief description of the UDR, which will replace
MEDCAT-X in January 1997, is at Attachment 6.

The UDR offers expanded search capability,
DBPA and Quality Assurance Data and all
features in the current MEDCAT-X.  Future
enhancements to the UDR will further expand
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“Personnel having custodian responsibility
may incur pecuniary liability for the loss,
destruction, or damage to property caused
by willful misconduct, deliberate
unauthorized use, or negligence in the use,
care, custody, or safeguard of the property
from causes other than fair wear and tear.”
AFI 23-111, paragraph 6.1
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search, query and report options, download
capability, and results display options.  Air Force
users will have the capability to interface directly
with the MEDLOG system, to upload, download
and update files.

If you have any questions, please contact
AFMLO/FOCT, Brenda Orrison.  (AFMLO/FOC-
T, DSN 343-7267, E-mail orrisob@ftdetrck-
ccmail.army.mil)

Scope Shield II Radio System Notes

Technical Orders (TOs)

Scope Shield II Radio System does not come with
Operational and Maintenance Instructions.  The
TOs are available and should be ordered by
following the normal TO ordering procedures
outlined in TO 00-5-2 (Technical Order
Distribution System), Chapter 5.  The Scope
Shield TOs consist of the following:

TO 31R2-2PRC139-1:  Operational and
Maintenance Instructions with Illustrated Parts
Breakout (IPB), Radio Set AN/PRC-139(C) Hand
Held Radio, including Receiver-Transmitter Set,
Radio RT-1695/TRC-199, Receiver-Transmitter
Set, Radio RT-1696/U(C), Programmer Unit,
Frequency Radio MX-11531/U (Frequency Fill
Device), Battery Chargers, and Battery
Reconditioner.  Changes 1 and 2 have been issued
and are dated 10 Aug 94 and 15 Mar 95,
respectively.

TO 31R2-4-1085-1:  Operation and Maintenance
Instructions with IPB, Adapter Group, Radio OF-
228/U (Vehicle Adapter).  Change 1 was issued on
10 Aug 94.

TO 31R2-2TRC199-1:  Operation and
Maintenance Instructions with IPB, Radio Set
AN/TRC-199 (Tactical Repeater).  Change 1 was
issued on 10 Aug 94.

TO 31R2-2GRC238-1:  Operation and
Maintenance Instructions with IPB, Radio Set,
AN/GRC-238 (Base Station).  Change 1 was
issued on 10 Aug 94.

TO 31R2-2PRC139-06:  Work Unit Code Manual.

Training Aids (Tapes)

Three Scope Shield II training tapes (PIN Number
611901) covering operator and maintenance tasks
are available.  These training tapes were
reproduced and distributed by the Air Force Media
Center.  The training tapes may be ordered by
faxing a request to the Joint Visual Information
Center:

Dennis Surace
Joint Visual Information Center
Attn: SAM-OPV-JT-AS
Building 3, Bay 3
11 Hap Arnold Blvd.
Tobyhanna, PA 18466-5102
DSN 795-7439, commercial 717-895-7439
Fax DSN 795-6106, commercial 717-895-6106

Toll-Free Number

The manufacturer of Scope Shield Radios (Racal
Communication, Inc.) provides a toll-free
telephone service to answer questions about setup,
operation, and trouble shooting of the Scope Shield
equipment.  The telephone number is 1-800-914-
0303.  E-mail address for Racal’s customer service
coordinator is:  Alonzo_Franklin@usa.racal.com.

Newsletter

The Scope Shield Program Office publishes a
newsletter containing a wealth of valuable
information on Scope Shield II equipment.  Point
of contact to be added to the distribution list is Mr.
Nicholas Pappas:  DSN 478-6085; commercial
617-377-6085; fax DSN 478-7981; or e-mail
PappasN@radium-vs1.hanscom.af.mil.  (AFMLO/
FOC-R, SMSgt Bobby Cole, DSN 343-4122)
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AFMLO Orientation

The AFMLO orientation scheduled for 7-11 Oct
96 has been canceled.  The next orientation is
scheduled for 13-17 Jan 97.  If you are interested
in attending the January orientation or a future
orientation, send your full name, work address,
telephone and fax numbers, and e-mail address to
Barbara Smith, e-mail:  smithb@ftdetrck-
ccmail.army.mil, or fax to DSN 343-2557,
commercial 301-619-2557.  (AFMLO/FOA, Mrs.
Barbara Smith, DSN 343-2514)

Air Force Medical Logistics
Consultant Program

The Air Force Medical Logistics Consultant
Program was developed to provide specialized
assistance to bases with a specific problem area.
(See AFMLL 9-95, page MM-2, for the original
announcement letter.)  All facets of medical
logistics will be covered by the program.  Bases
requiring assistance may be identified by anyone;
however, use of the consultant services will not be
directed unless coordinated with the appropriate
major command (MAJCOM) counterpart.  When a
consultant is required, one will be selected which
represents the needs of the base and is closest in
geographical proximity, if an in-place visit is
required.  Use of a consultant will be coordinated
between HQ AFMSA, AFMLO, the MAJCOM,
and the requesting activity and supporting base.
Necessary funding to support the consultant’s visit
will be determined on a case-by-case basis. This
program is not intended to replace or augment staff
assistance visits or manning assistance.  If your

base has a specific problem area and requires the
services of a consultant, contact your MAJCOM
for assistance.

Telephone consultation service is also encouraged.
The logistics personnel identified on Attachment 1
of this AFMLL are appointed as consultants for
their respective areas.  Bases may contact these
individuals directly when telephone consultations
will meet required needs.

If you would like to recommend an individual who
has specific knowledge or skills in a specialized
area for the consultant program, contact CMSgt
David Rea, HQ AFMSA/SGSL, DSN 240-3946,
for medical materiel consultant nominations, and
CMSgt Alan Christian, AFMLO/FOM-E, DSN
343-4040, for biomedical maintenance/facility
management consultant nominations.
(AFMLO/FO, Mrs. Renee Ribot, DSN 343-2005)

Deoxyribo Nucleic Acid (DNA) Testing

By direction of the Assistant Secretary of Defense
(Health Affairs) and the Air Force Surgeon
General, all active duty and Reserve servicemen
will have DNA specimens collected no later than
31 Dec 99. All aircrew members (rated, not-rated,
active, and inactive) must be tested by 31 Dec 96.
No service member may deploy without having
DNA specimen on file.  Reserve medical
squadrons are authorized to collect DNA
specimens from all military members as part of
their annual physical examinations to meet the
testing deadline of 31 Dec 99.  However, because
of the mandatory testing of Reserve and Air
National Guard flyers, and increase in personnel

The AFMLL is a specialized newsletter published by the Air Force Medical Logistics Office.  The AFMLL is published every two weeks to provide timely medical
materiel support data to Air Force medical activities worldwide.  Our mission is to ensure all Air Force medical facilities receive the highest level of medical logistics
support.  In that regard, we solicit your articles for inclusion in the AFMLL to relay information for use by other activities.  For additional information concerning this
publication, call (301) 619-4158/DSN 343-4158 or write to the Air Force Medical Logistics Office, ATTN:  FOA, Building 1423, Fort Detrick, Frederick, Maryland
21702-5006.  Articles may be data faxed to (301) 619-2557 or DSN 343-2557.

The use of a name of any specific manufacturer, commercial product, commodity, or service in this publication does not imply endorsement by the Air Force.

Matters requiring AFMLO action after normal duty hours may be referred to the AFMLO Staff Duty Officer.  The Staff Duty Officer may be reached at DSN 343-
2400 or (301) 619-2400 between the hours of 1630 and 0700 weekdays, and anytime on weekends and holidays.
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who are deploying, priority for DNA testing will
be given to flyers and personnel who are
deploying.  We are coordinating with the DNA
Repository so that we can project requirements for
FY 97.  We have contacted HQ AFRES/SG and
ANG HQ to forecast their requirements for DNA
kits over the next three years. If you have
questions concerning DNA test kits, contact
Charlotte Christian, AFMLO/FOM-P.
(AFMLO/FOM-P, Mrs. Charlotte Christian, DSN
343-4164)

Current Status of Decentralized Blanket
Purchase Agreements (DBPAs)

Page 1 of Attachment 3 is a list of pen and ink
changes to the consolidated list provided in
Attachment 3 of AFMLL 15-96.

New and Renewed Agreements

DD Form 1155 is provided on page 2 of Attachment
3.  To use the DBPA, copy pages 2-22 of the basic
agreement from AFMLL 23-94 and combine with
these DD Forms 1155. Newly negotiated agreements
are:

SPO200-96-A Vendor Name RIC
9159 Shofu Dental Corp. LSP

Agreement Modifications

A copy of the modifications listed below are
provided on pages 3 through 9 of Attachment 3.

(SP0200-96-A)
DLA-120-96-A Vendor Name Mod for
9019 Jobst Institute, Inc. Name change
9141 Eastman Kodak Co. Name and

“remit to”
address

9222 Solway, Inc. Canceled
9224 Demetron Research Name, address,

Corp. and “remit to”
address

SP0 Agreement Conversions

The following agreements have been converted to
SP0200-96-A.
8501   8502   8503   8504   8505   8506   8507
8508   8509   8510   8511   8512   8513   8514
8515   8516   8517   8518   8519   8520   8521
8522   8523   8524   8525   8526   8527   8528
8529   8530   8531   8532   8533   8534   8535
8536   8537   8538   8539   8540   8541   8542
8543   8544   8545   8546   8547   8548   8549
8550   8551   8552   8553   8554   8555   8556
8557   8558   8559   8560   8561   9002   9005
9006   9009   9013   9014   9017   9018   9019
9020   9021   9022   9026   9027   9028   9029
9030   9032   9035   9038   9042   9048   9049
9050   9051   9052   9056   9057   9059  9061
9068   9072   9073   9074   9077   9081   9084
9085   9086   9088   9093   9094   9095   9099
9105   9107   9108   9110   9111   9112   9114
9116   9117   9122   9125   9127   9128   9129
9130   9131   9132   9133   9134   9135   9136
9138   9139   9141   9143   9144   9147   9149
9150   9152   9153   9154   9155   9158   9159
9160   9162   9166   9170   9172   9177   9182
9184   9189   9194   9196   9204   9207   9209
9210   9211   9213   9214   9215   9217   9219
9220   9221   9222   9225   9226   9227   9228
9231   9232   9233   9235   9236   9237   9238
9239   9242   9243   9244   9245   9246   9247
9250   9251   9252   9253   9255   9256   9259
9261   9265   9266   9267   9269   9270   9274
9275   9276   9278   9281   9283   9284   9285
9287   9288   9289   9290   9293   9294   9296
9298   9299   9300   9301   9303   9304   9305
9308   9309   9310   9311   9314   9316   9317
9319   9320   9321   9322   9323   9325   9327
9329   9334   9338   9342   9349   9350   9353
9354   9356   9360   9363   9367   9369   9370
9377   9378   9380   9383   9385   9390   9391
9403   9405   9409   9411   9414   9416   9420
9423   9425   9433   9434   9435   9436   9438
9441   9458   9459   9462   9463   9464   9465
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9466   9467   9468   9469   9471   9472   9473
9474   9475   9476   9477   9478   9479   9480
9481   9482   9483   9484   9486   9487   9488
9489   9490   9491   9492   9493   9494   9495
9496    9497    9498   9499    9500
(AFMLO/FOM-P, Mrs. Charlotte Christian, DSN
343-4164)

Information

USAF Medical Logistics Directory

The next edition of the USAF Medical Logistics
Directory (Bluebook) will be published in
November 1996.  Changes to be incorporated
must be received no later than 24 October 1996.
Updates may be made via E-mail to
millerr@ftdetrck-ccmail.army.mil, ABBIE, or by
completing Attachment 5 and mailing or faxing to
AFMLO/FOA.  (AFMLO/FOA, Ms. Rita Miller,
DSN 343-4158, Fax 343-2557)

Medical Logistics in Action

Headquarters, Air Force Medical Support Agency
(HQ AFMSA) and the Air Force Medical
Logistics Office (AFMLO) extend sincere
congratulations to the personnel named below for
their outstanding achievements. (AFMLO/FOA,
Ms. Rita Miller, DSN 343-4158)

66th Medical Group
Hanscom AFB MA

Edward Smith was promoted to Staff Sergeant.

51st Contingency Hospital
Kimhae AB KO

SSgt Lorie J. Butler was awarded the Air Force
Commendation Medal (1st OLC) for meritorious
service while assigned to the lst Medical Support
Squadron, Langley AFB VA.  SSgt Matthew D.
Toje was awarded the Air Force Commendation
Medal for meritorious service while assigned to the
377th Medical Support Squadron, Kirtland AFB
NM.  SSgt Courtney D. London was awarded the
Air Force Achievement Medal (lst OLC) for
meritorious service while assigned to the 66th

Medical Support Squadron, Hanscom AFB MA.
SrA Phillip L. Landram was awarded the Air
Force Achievement Medal for meritorious service
while assigned to the 75th Medical Support
Squadron, Hill AFB UT.

3rd Medical Group
Elmendorf AFB AK

Capt William Wood was presented the Air Force
Commendation Medal (1st OLC) for duty
performance while assigned to the Air Force
Medical Logistics Office.

74th Medical Group
Wright Patterson AFB OH

Ann M. Lalk was promoted to Senior Airman.
MSgt Michael H. Henry and MSgt Kevin L.
Hayslip completed their Certified Biomedical
Equipment Technician (CBET) training in Aug 96.

11th Medical Group
Bolling AFB, Washington D.C.

Teresa P. Trojanowski was promoted to Airman
First Class.
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469th Contingency Hospital
Frankfurt AB GE

SrA Oscar Vargas was selected as the 469th

Contingency Hospital Airman of the Quarter for
the period Apr - Jun 96.  SSgt Cheryl Jennings
was selected as the 469th Contingency Hospital
Noncommissioned Officer of the Quarter for the
period Apr - Jun 96.

AFMLO Messages/Listings
   Last      AFMLO

Category Published     Date OPR

QA Message 6232-0022 13 Sep 96 FOM-P

Last 1995 QA 5326-0041 22 Nov 95 FOM-P
Message

DBPA AFMLL 19 Jul 96 FOM-P
Consolidated 14/15-96
List

DBPA R252002Z 28 Aug 96 FOM-P
Message

Shared AFMLL 21 Jun 96 FOM-P
Procurement 16-96
List

Technical Order R302000Z 30 May 96 FOC-T
00-35A-39
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Consultant Service

MSgt Paul G. Filhiol
81 MDSS/SGSL
301 Fisher Street, Room 4B144
Keesler AFB MS  39534-2519
DSN 597-9164
Comm (601) 377-9164
MAJCOM:  HQ AETC/SGAL

- Medical Automated Supply System (MASS)
Implementation  and Follow-up as run on CHCS

- Adhoc retrievals utilizing downloaded
MEDLOG files

- Development and implementation of innovations
in product labeling

SSgt Albert C. Greig
81 MDSS/SGSL
301 Fisher Street, Room 4B144
Keesler AFB MS  39534-2519
DSN 597-8180
Comm (601) 377-8180
MAJCOM:  HQ AETC/SGAL

- Development and implementation of the Medical
Automated Supply System (MASS)

SSgt Daniel W. Planck
81 MDSS/SGSL
301 Fisher Street, Room 4B144
Keesler AFB MS  39534-2519
DSN 597-6768
Comm (601) 377-6768
MAJCOM:  HQ AETC/SGAL

- Adhoc retrievals utilizing downloaded
MEDLOG files

- Development and implementation of automated
outshipment document printing application

- Development and implementation of innovations
in product labeling

- Design and implementation of automated
transaction registers

SSgt Terry M. Steele
81 MDSS/SGSL
301 Fisher Street, Room 4B144
Keesler AFB MS  39534-2519
DSN 597-9174
Comm (601) 377-9174
MAJCOM:  HQ AETC/SGAL

- Implementation of the IMPAC card purchasing
program

- Development of large dollar service and
commodities contracts

- Development of nonroutine blanket purchase
agreements

- Interior design of home care hospital rooms

TSgt Denise M. Morales
2nd Medical Group/SGSL
243 Curtiss Road, Suite 101
Barksdale AFB LA  71110-2425
DSN 781-6026
Comm (318) 456-6026
MAJCOM:  HQ ACC/SGPX

- Investment and expense equipment purchases
and management
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FOOD AND DRUG ADMINISTRATION (FDA)
RECALLS/ALERT NOTICES

1. FDA MEDICAL EQUIPMENT RECALLS AND ALERTS.  The following
recalls are reported in accordance with AFMLL 2-95, page CE-4, and
should be treated as directed modifications in accordance with that
AFMLL and AFI 41-201, Chapter 2, Section D.  If you possess any of
these items and have not received recall notification, you should
contact the manufacturer for recall instructions.  Suspension is
only required for Class I items.  (AFMLO/FOM-P, Capt David Zemkosky,
DSN 343-4028)

CLASS I RECALLS:  None

CLASS II RECALLS:

6525NS
MDC 15944 Cameras, Gamma
PRODUCT Triad Whole Body SPECT Nuclear Imaging Systems, also

known as Triad 88 Triple Headed Camera, used primarily
for whole body imaging, cardiac, renal, brain and bone
scans.  Recall #Z-1039-6.

CODE All codes.
MANUFACTURER Trionix Research Laboratory, Twinsburg, Ohio.
RECALLED BY Manufacturer, by telephone on May 14, 1996, followed

by visit.  Firm-initiated field correction ongoing.
DISTRIBUTION Nationwide, Belgium, England, Korea, Australia, Egypt.
QUANTITY 38 systems were distributed.
REASON The detector head may drop on a patient or healthcare

provider because of metal fatigue at the devices' ball
screw assembly and an inadequately designed limit
switch.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

6515NS
MDC 12912 Pacemakers, Cardiac, External
PRODUCT TAPSYSTEM 2A Esophageal Pacing System, also called

Esophageal Pulse Generator, indicated for the
treatment of cardiac disorders that require alteration
of rate rhythm and for alteration of rate as required
for certain diagnostic studies.  Recall #Z-981-6.

CODE 487 nonsequential serial numbers are involved.
MANUFACTURER Seecor, Inc., Mesquite, Texas.
RECALLED BY Arzco Medical Systems, Inc. (AMS), Tampa, Florida, by

letter dated May 9, 1996.  Firm-initiated recall
ongoing.
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DISTRIBUTION Nationwide and international.
QUANTITY 487 units were distributed.
REASON Devices malfunction when subjected to electromagnetic

interference (EMI) from electrosurgical (ESU) units
used in surgical environment.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

6515NS
MDC 12912 Pacemakers, Cardiac, External
PRODUCT Sat-Pace II Esophageal Pacing System, also called

Esophageal Pulse Generator, indicated for the
treatment of cardiac disorders that require alteration
of rate rhythm of certain diagnostic studies.  Recall
#Z-982-6.

CODE Serial numbers 1001, 1002, 1003, 1004, 1008, 12593,
33090, 41293, 41592, 62591, 80190, 82326, 85619,
91092, 01186A, 022487, 081887, 071188, 073187, 101287,
103092, 111491, 112390, 112989, 120788, 122286,
122287, 820131, 820209, 840215-S, 820319, 820510,
820603, 820719, 820818, 821206.

MANUFACTURER Seecor, Inc., Mesquite, Texas.
RECALLED BY Manufacturer, by letter dated June 21, 1996.  Firm-

initiated recall ongoing.
DISTRIBUTION Nationwide and international.
QUANTITY 61 units were distributed.
REASON Devices malfunction when subjected to electromagnetic

interference (EMI) from electrosurgical (ESU) units
used in surgical environment.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

CLASS III RECALLS:  None

MEDICAL EQUIPMENT SAFETY ALERTS:  None



3 ATCH 2   AFMLL 20-96

2. DRUG/SUPPLY PRODUCT RECALLS AND MEDICAL INFORMATION.  The
Food and Drug Administration (FDA) advises that the drug products
listed below were recalled by the manufacturers or distributors
concerned.  The FDA has classified these recalls as follows:

CLASS I: A situation in which there is a reasonable
probability that the use of, or exposure to, a violative product
will cause serious, adverse health consequences or death.

CLASS II: A situation in which the use of, or
exposure to, a violative product may cause temporary or medically
reversible adverse health consequences or where the probability of
serious adverse health consequences is remote.

CLASS III: A situation in which the use of, or
exposure to, a violative product is not likely to cause adverse
health consequences.  Most of these items are nonstandard, and the
possibility exists that medical activities may have purchased them
locally.  There is also a possibility that some of these items have
NSNs assigned and may have been reported in earlier Q.A. messages.
Activities having quantities of [AU1]these items on hand will
immediately suspend the materiel from issue and use.  CONUS
activities will contact the nearest office of the respective
manufacturer or distributor for disposition instructions.  OVERSEAS
activities will report quantities suspended to AFMLO/FOCO no later
than 25 OCT 96 for disposition instructions.  They should include
nomenclature; lot number; manufacturer; quantity suspended; strength
size; requisition; and DPSC purchase order number, contract number,
and stock record account number (SRAN).
(AFMLO/FOM-P, Bonnie Phillips, DSN 343-7445

CLASS I RECALLS:  None

CLASS II RECALLS:

NSN            6505 Nonstandard
PRODUCT        Esgic Tablets containing 50-mg Butalbital,
               325-mg. Acetaminophen, and 40-mg Caffeine,
               USP, 100-count bottles, packaged 144 bottles
               per case, Rx product indicated for the relief
               of the symptom complex of tension (or muscle
               contraction) headache.  Recall #D-227-6.
CODE           LOT #       EXPIRATION DATE
               GE337A      05/97
               GE338A      05/97
               GE341A      05/97
               GE342A      05/97
               GE348A      07/97
               GE349A      07/97
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               GE350A      07/97
               GE351A      07/97
               GE352A      07/97
               GE353A      09/97
               GE354A      09/97
               GE355A      10/97
               GE356A      10/97
               GE360A      03/98
               GE361A      03/98
               GE362A      03/98
               GE369A      06/98
               GE370A      06/98
               GE380A      11/98
               GE381A      11/98
               GE382A      04/99
               GE383A      04/99
               GE391A      06/2000
               GE394A      12/2000.
MANUFACTURER   Graham Labs., Inc., Hobart, New York
               (responsible firm).
RECALLED BY    Forest Pharmaceuticals, Inc., St. Louis,
               Missouri, by letter dated July 29, 1996.
               Firm-initiated recall ongoing.
DISTRIBUTION   Nationwide.
QUANTITY       218,004 bottles were distributed.
REASON         11 of the 24 recalled lots failed dissolution
               on stability test.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6505 Nonstandard
PRODUCT        Mylanta, Double Strength Cherry Cream Antacid
               Tablets, chewable, packaged in 70 tablet
               boxes.  Recall #D-228-6.
CODE           SAF EXP 11/97.
MANUFACTURER   Johnson & Johnson Merck, Lancaster,
               Pennsylvania.
RECALLED BY    Johnson & Johnson Merck, Consumer
               Pharmaceuticals Company, Fort Washington,
               Pennsylvania, by telephone on July 31, 1996,
               followed by fax, letter, and visit.  Firm-
               initiated recall ongoing.
DISTRIBUTION   Nationwide.
QUANTITY       Firm estimated that little, if any product
               remained on market at time of recall
               initiation.
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REASON         One lot was found to contain metal wire.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6505
PRODUCT        Albuterol Sulfate (generic and trade name)
               Syrup, 2 mg/5 ml, in 1 pint (16 fluid ounce)
               bottles, under the Duramed and Dey labels,
               used for the relief of bronchospasm.  Recall
               #D-230/231-6.
CODE           (a) Lot #MLL0031A EXP 1/97 (Duramed); (b) Lot
               #MNL0461A EXP 1/97 (Dey); (c) Lot #MLL1311A
               EXP 1/97 (Mova).
MANUFACTURER   MOVA Pharmaceuticals, Caguas, Puerto Rico.
RECALLED BY    Manufacturer, by letter on August 9, 1996.
               Firm-initiated recall ongoing.
DISTRIBUTION   Nationwide.
QUANTITY       (a) 8,901; (b) 9,385); (c) 9,345 bottles were
               distributed; firm estimated that 25 percent of
               product remained on market at time of recall
               initiation.
REASON         Three lots (all portions of one MOVA
               manufactured batch) under three labels were
               found to be contaminated with Pseudomonas
               cepacia.  (Note: Another portion of this same
               MOVA batch was previously recalled by UDL in
               July 1996 (D-212-6)).

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6515 Nonstandard
PRODUCT        Sterile Cytology Brushes, used in combination
               with bronchoscope for the collection of cell
               samples from bronchi tracts.
               Recall #Z-1042-6.
CODE           Catalog No. CYB-182122, Lot Numbers: 93CY004,
               93CY010, 93CY014, 93CY024, 93CY029, 93CY051,
               and 93CY057.
MANUFACTURER   Cox Medical Enterprises, Inc., Ventura,
               California.
RECALLED BY    Manufacturer, by telephone on October 8, 1993,
               and by letter on October 26, 1994.  Firm-
               initiated recall complete.
DISTRIBUTION   Nationwide and Canada.
QUANTITY       1,221 units were distributed from January 1993



6 ATCH 2   AFMLL 20-96

               to May 1993.  Firm estimates none remains on
               the market.
REASON         The bristle component can be separated from
               the bronchoscope during the collection of cell
               samples from the bronchi tract.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6515 Nonstandard
PRODUCT        Disetronic Rapid Subcutaneous Infusion Sets:
               (a) Product Code 300.0253, 8 mm needle length,
               60 cm Rapid Subcutaneous IV Infusion set;
               (b) Product Code 300.0255, 8 mm needle length,
               110 cm Rapid Subcutaneous IV Infusion set;
               (c) Product Code 300.0258, 10 mm needle
               length, 110 cm Rapid Subcutaneous IV Infusion
               set.  Recall #Z-1036/1038-6.
CODE           Lot numbers:  (a) 504313; (b) 504315 & 504316;
               (c) 504293 & 504294.
MANUFACTURER   Maersk Medical, a/s, Roskildee, Denmark.
RECALLED BY    Disetronic Incorporated, Minneapolis,
               Minnesota, by letter on June 14, 1996.  Firm-
               initiated recall ongoing.
DISTRIBUTION   Nationwide.
QUANTITY       14,175 units were distributed; firm estimated
               that 13,071 units remained in commerce at time
               of recall initiation.
REASON         Inadequate manufacturing may cause the needle
               to break during use.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6515 Nonstandard
PRODUCT        Davis-Geck Valtrac Bar Biofragmentable
               Anastomosis Ring, Rx device designed to
               facilitate anastomosis of the inverted ends of
               the bowel and then to fragment and pass out of
               the body:
               (a) Product No. 8082-00, 25mm Diameter x 1.5
               mm Gap
               (b) Product No. 8030-00, 25mm Diameter x 2.0
               mm Gap
               (c) Product No. 8084-00, 25mm Diameter x 2.5mm
               Gap
               (d) Product No. 8087-00, 28mm Diameter x 1.5mm
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               Gap
               (e) Product No. 8088-00, 28mm Diameter x 2.0mm
               Gap
               (f) Product No. 8089-00, 31mm Diameter x 1.5mm
               Gap
               (g) Product No. 8090-00, 31mm Diameter x 2.0mm
               Gap
               (h) Product No. 8091-00, 34mm Diameter x 2.0mm
               Gap
               (i) Product No. 8092-00, 34mm Diameter x 2.5mm
               Gap.  Recall #Z-1043/1051-6.
CODE           All Control Numbers.
MANUFACTURER   Davis & Geck, Danbury, Connecticut.
RECALLED BY    Sherwood Medical Company, St. Louis, Missouri,
               by letters of May 22 and 23, 1996.  Firm-
               initiated recall ongoing.
DISTRIBUTION   Nationwide, Canada and international.
QUANTITY       12,000 units were distributed.
REASON         The scalloped edges of the device edges may be
               oriented peak-to-peak rather than
               peak-to-valley as intended.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6550 Nonstandard
PRODUCT        Sceptor System Panels for use with Sceptor
               Broths for identification and/or
               susceptibility testing of bacteria from
               clinical specimens.  Recall #Z-1055/1094-6.
CODE           1.  Catalog No. 80425, Sceptor Enteric MIC
               Panels, Lot Nos. 411308, 501319, 503314;
               2.  Catalog No. 80426, Sceptor Enteric MIC/ID
               Panels, Lot Nos. 408315, 410312, 412300,
               412311, 501324, 502315, 503307, 504300;
               3.  Catalog No. 80428, Sceptor Pseudomonas MIC
               Panels, Lot Nos. 408310, 411301, 502309,
               504301;
               4.  Catalog No. 80429, Sceptor Pseudomonas
               MIC/ID Panels, Lot Nos. 408322, 410329,
               501305, 502313;
               5.  Catalog No. 80430, Sceptor Gram Negative
               Breakpoint ID Panels, Lot Nos. 408318, 410327,
               412312, 501327, 503302, 503313, 504302;
               6. Catalog No. 84390, Sceptor Urinary
               Breakpoint ID Panels, Lot Nos. 410303, 410330,
               411307, 411316, 501304, 501318, 502312,
               503316;
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               7.  Catalog No. 84391, Sceptor Gram Negative
               Breakpoint ID Panels, Lot Nos. 410301, 411306,
               501315, 502320, 504303;
               8.  Catalog No. 84401, Sceptor Pseudomonas
               Plus MIC/ID Panels, Lot Nos. 411320, 503308;
               9.   Catalog No. 84406, Sceptor Gram Negative
               MIC/ID Panels, Note:  Last manufactured lot
               was 406313;
               10.  Catalog No. 84410, Sceptor Urine
               Breakpoint/ID Panels, Note:  Last manufactured
               lot was 404311;
               11. Catalog No. 84416, Sceptor MIC Panels,
               Lot No. 408309;
               12. Catalog No. 84488, Sceptor Enteric
               Breakpoint Panels; Note:  Last manufactured
               lot was 304318;
               13.  Catalog No. 84489, Sceptor Pseudomonas
               Breakpoint Panels; Note:  Last manufactured
               lot was 305302;
               14. Catalog No. 84490, Sceptor S-I Breakpoint
               Panels; Note:  Last manufactured lot was
               307310;
               15. Catalog No. 84572, Sceptor Gram Negative
               Breakpoint/ID Panels;
               16. Catalog No. 84621, Sceptor Gram Negative
               Breakpoint/ID Panels, Lot No. 412306;
               17. Catalog No. 84801, Sceptor Pseudomonas MIC
               Panels; Note:  Last manufactured lot was
               309314;
               18. Catalog No. 84803, Sceptor Gram Negative
               MIC Panels, Lot Nos. 409309, 411326, 501313,
               504306;
               19. Catalog No. 84821, Sceptor Gram Negative
               Breakpoint Panels, Lot Nos. 410320, 412310,
               504308;
               20. Catalog No. 84822, Sceptor Gram Negative
               MIC Panels, Lot No. 501322;
               21. Catalog No. 84824, Sceptor Gram Negative
               MIC/ID Panels, Lot Nos. 410325, 412313,
               502318;
               22. Catalog No. 84828, Sceptor Breakpoint No.
               8 Panels, Lot Nos. 408324, 410316, 411323,
               501307, 501308, 502319, 503318;
               23. Catalog No. 84829, Sceptor Gram Negative
               MIC 3 Panels, Lot NO. 410317;
               24. Catalog No. 84830, Sceptor MIC Panels, Lot
               Nos. 411302, 503304;
               25. Catalog No. 84831, Sceptor Gram Negative
               Breakpoint/ID 2 Panels, Lot Nos. 411319,
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               411321, 411322, 412315, 512315, 502321,
               503320;
               26. Catalog No. 84833, Sceptor Gram Negative
               Breakpoint/ID 3 Panels, Lot Nos. 408306,
               411324, 502304, 504307;
               27. Catalog No. 84834, Sceptor Gram Negative
               Breakpoint/4 Panels, Lot Nos. 409304, 411325,
               502306;
               28. Catalog No. 84836, Sceptor MIC 1 Panels,
               Lot Nos. 408302, 410322, 412302, 502303,
               504312*;
               29. Catalog No. 84839, Sceptor Gram Negative
               MIC 2 Panels, Lot Nos. 409311, 502307;
               30. Catalog No. 84841, Sceptor Breakpoint No.
               9 Panels; Note:  Last manufactured lot was
               211310;
               31. Catalog No. 84842, Sceptor Breakpoint No.
               10 Panels, Lot Nos. 408300, 409310, 410319,
               411303, 501303, 501326, 503306;
               32. Catalog No. 84845, Sceptor Breakpoint No.
               9 Panels, Lot Nos. 412308, 503319;
               33. Catalog No. 84846, Sceptor Gram Negative
               Breakpoint Panels, Lot Nos. 408304, 502317;
               34. Catalog No. 84847, Sceptor Breakpoint No.
               11 Panels, Lot Nos. 408305, 409300, 501301;
               35. Catalog No. 84848, Sceptor Breakpoint/MIC
               No. 12 Panels, Lot Nos. 409312, 503300;
               36. Catalog No. 84853, Sceptor Pseudomonas
               MIC/ID Panels, Lot Nos. 501311;
               37. Catalog No. 84854, Sceptor Enteric MIC/ID
               Panels, Lot No. 410300;
               38. Catalog No. 99237, Sceptor Universal
               MIC/ID Panels, Lot No. 408312;
               39. Catalog No. 99255, Sceptor Gram Negative
               MIC/ID Panels, Lot No. 410314;
               40. Catalog No. 99256, Sceptor Gram Negative
               MIC/ID Panels, Lot Nos. 407308, 410321.
               Key: * BDMS QC Testing still in progress as of
               5/18/95; lot not yet released.
MANUFACTURER   Becton Dickinson Microbiology Systems,
               Cockeysville, Maryland.
RECALLED BY    Manufacturer, by letter on June 9, 1995.
               Firm-initiated recall ongoing.
DISTRIBUTION   Nationwide, Belgium, Mexico, Singapore,
               Taiwan, Japan, Canada.
QUANTITY       Approximately 29,096 units were distributed;
               firm estimates none remains on the market.
REASON         A CAP proficiency test survey strain gave
               false susceptible results.
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[ ] None Present
[ ] Action Taken ____________________
    _________________________________

CLASS III RECALLS:

NSN            6505 Nonstandard
PRODUCT        Rugby brand Bacitracin Ointment, USP 500
               units/gram, net weight 1 pound, OTC used to
               help prevent infections in minor cuts, burns,
               and scrapes.  Recall #D-229-6.
CODE           Lot #4K366 EXP 11/96.
MANUFACTURER   NMC Laboratories, Glendale, New York
               (responsible firm).
RECALLED BY    Manufacturer, by letter dated August 7, 1996.
               Firm-initiated recall ongoing.
DISTRIBUTION   New York.
QUANTITY       224 1-pound units were distributed; firm
               estimates none remains on the market.
REASON         Subpotent (86.9%) of label strength at the 20-
               month timepoint; product is labeled to have a
               24-month expiration period.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6515 Nonstandard
PRODUCT        Wrist Blood Pressure Monitor, Model #1090, an
               OTC device and an auto inflating unit with
               pulse meter, digital LCD with memory and
               "Fuzzy logic", designed for portable use by
               the lay person.  Recall #Z-1041-6.
CODE           None.  Purchase order #12269.
MANUFACTURER   Rossmax International, Ltd., Taipei, Taiwan.
RECALLED BY    The Lumiscope Company, Inc., Edison, New
               Jersey, by telephone followed by letter on or
               about January 12, 1996.  Firm-initiated recall
               complete.
DISTRIBUTION   Nationwide.
QUANTITY       900 units were distributed.
REASON         The instruction manual shipped with the device
               was printed partially in English and partially
               in French.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________
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NSN            6515 Nonstandard
PRODUCT        Single Use Y-Set with QDC (quick disconnect
               clamp), Rx device used in peritoneal dialysis
               treatment.  Recall #Z-1052-6.
CODE           Catalog #48-6361, Lot #R4K505.
MANUFACTURER   National Medical Care, Reynosa, Mexico.
RECALLED BY    National Medical Care, Medical Products,
               Division, Rockleigh, New Jersey, by letter
               dated December 21, 1994.  Firm-initiated
               recall complete.
DISTRIBUTION   Florida, Georgia, Massachusetts, Maine,
               Mississippi, North Carolina, Puerto rico,
               Rhode Island, South Carolina, Tennessee,
               Virginia, Kentucky.
QUANTITY       17,550 units were distributed; firm estimates
               none remains on the market.
REASON         The male connector may develop visible cracks
               resulting in breakage or leakage during use.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________

NSN            6515 Nonstandard
PRODUCT        Amicon Diafilter-30 Hemoconcentrators, Catalog
               #18-3170-0, used for extracorporeal
               circulation. Recall #Z-1053-6.
CODE           Lot numbers:  D30-0603 and D30-0609.
MANUFACTURER   Amicon Ireland Limited.
RECALLED BY    National Medical Care, Rockleigh, New Jersey,
               by letter dated December 21, 1994.  Firm-
               initiated recall complete.
DISTRIBUTION   Nationwide.
QUANTITY       1,241 units were distributed.
REASON         There is no assurance that the devices are
               pyrogen free.

[ ] None Present
[ ] Action Taken ____________________
    _________________________________
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ATTENTION MEDCAT-X USERS

First Quarter FY 97 will bring a new product your way!  The MEDCAT-X is being
replaced by the Universal Data Repository (UDR) Medical Catalog on CD-ROM.  In
November and December you will receive both the MEDCAT-X and the new UDR CD-
ROM for your use and review.  Then in January 97 the UDR CD-ROM will be solely
distributed.

The Medical Catalog on CD-ROM provides an enhanced product research query
capability for medical logistics personnel and their customers.  It enables the user to
group equivalent or similar pharmaceutical and medical/surgical products, and perform
unit of measure price comparisons.  Product information is identified by various criteria,
including NSNs, NDCs, and Universal Product Numbers (UPNs).  A complete users
manual will be provided with initial distribution.

AVAILABLE SEARCHES ON THE UDR MEDICAL
CATALOG INCLUDE:

Pharmaceutical
Medical/Non-Medical Products

Service Data (Assemblage)
D-Day Significant Item Information

DEPMEDS (Deployable Medical Systems) Assemblages
DEPMEDS Clinical Guidelines and Treatment Briefs
DBPA (Decentralized Blanket Purchase Agreement)

ARMY MATER DATA FILE (AMDF)
Service Download

UDR SYSTEM REQUIREMENTS

The UDR CD-ROM is developed in MS windows.  The following minimum configuration
is required to use this CD-ROM disc:

*  An IBM PC/XT/AT 386 or compatible with 8MB RAM (recommend 16MB or
better)

*  Microsoft Windows version 3.1 or later for 16 byte version; 32 byte version requires
WIN95 or WIN NT
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INFORMATION FOR USAF MEDICAL LOGISTICS DIRECTORY
(For All Medical Groups/Centers and Facilities with MERCs)

SRAN/DODAAC: _______________

COMPLETE FACILITY NAME: ______________________________________________________
(Example:  Wilford Hall USAF Med Ctr/SGL” or “5th Medical Group/SGSL”

STREET ADDRESS: _________________________________________________________________

BASE: ____________________________________________________________

APO CITY (AE/AP): __________     STATE OR COUNTRY: __________   ZIP: ______ - ______

MAJCOM: __________________      RIC: __________       OPER BED: __________

DSN: _______________________       NOTE FOR DSN: ________________________

COMMERCIAL NUMBER (INCLUDE AREA CODE): ___________________________________

DATAFAX NUMBER (COMMERCIAL): _______________________________________________

EMAIL: ____________________________________________________________________________

PERSONEL CHANGES

POSITION NAME AUTH / ASGD EXT

DIRECTOR, MED LOGISTICS ____________________________  _______ / _______ _______

MEDICAL MATERIEL MANAGER ____________________________  _______ / _______ _______

SUPT / NCOIC, MED MATERIEL ____________________________  _______ / _______ _______

DIRECTOR, CLIN ENGINEERING ____________________________  _______ / _______ _______

FACILITY MANAGER ____________________________  _______ / _______ _______

CHIEF MERC / MED MAINTENANCE ____________________________  _______ / _______ _______

SUPT / NCOIC MERC / MED MAINT ____________________________  _______ / _______ _______

NOTE:  Please complete all blocks of information.  Signature block below must also be completed.  You may:
Mail to:  AFMLO/FOA, Building 1423, Fort Detrick, Frederick, MD  21702-5006;
Fax to:  301-619-2557;
E-mail to:  millerr@ftdetrck-ccmail.army.mil; or
Submit changes by ABBIE.

SIGNATURE:  ______________________________________________
  (Director, Medical Logistics)


